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अखिल भारतीय आयुर्विज्ञान संस्थान 

ALL INDIA INSTITUTE OF MEDICAL SCIENCES 

मंगलर्गरी, गंुटूर (आंध्र प्रदेश) 522503  
Mangalagiri, Guntur District (Andhra Pradesh) – 522503 

Website: https://www.aiimsmangalagiri.edu.in/ 

 

                                                                                                                           Date: 05/04/2023 

NIQ No: AIIMS/PATHO/Electric Pressure Cooker Antigen Retrieval System/07/2022. 

Sub: -“NIQ for Supply of Electric Pressure Cooker Antigen Retrieval System” at AIIMS 

Mangalagiri. 

Notice Inviting Quotations 
 

On behalf of The Director, AIIMS Mangalagiri Quotations are invited with price bid and other 

documents from eligible Manufacturers/ Firms/ Companies/ Authorized Agents/ Distributors/ 

Dealers/ Supplier Agencies for “Supply of Electric Pressure Cooker Antigen Retrieval System” 

at AIIMS Mangalagiri, as per specified terms and conditions.   

I. Schedule of Requirement:-  

S.No Description of items Required Quantity 

   1. Electric Pressure Cooker Antigen Retrieval System 01 No 
 
 

II. Specifications of Electric Pressure Cooker Antigen Retrieval System: 

1. Should be an electric pressure cooker with temperature range of 37-125°C. 

2. Should provide real time digital display of run time, pressure and temperature. 

3. Should have pressure gauge for in process monitoring. 

4. Product design should facilitate retention of paraffin sections on the slides and minimize buffer            

    Solution utilization. 

5. Should provide minimum slide holding capacity of 20-24 and maximum of at-least 72 in a single 

    Run.  

6. Should have built in programs as well as the ability to add new/customized programs. 

7. Four slide holders/racks, each of at-least 20 slide capacity to be provided, along with 4 Coplin 

    Jars. 

8. Pressure cooker chamber lining, slide holders/racks and Coplin jars provided should be heat and   

    Chemical resistant across a range of acidic (3) to basic (10) pH. 

9. Should provide at-least 100 pH strips to monitor pH for QC. 

10. Automatic audible indicator for run completion as well as warning system should be present. 

11. 3 year warranty and CMC for 5 years. 

12. Practical demonstration may be asked before opening financial bid. 

13. Installation, training and commissioning should be done free of cost. 

14. After sales service should be available within 72 hours and with trained service personnel. 

15. List of installations and feedback letters from reputed government medical institutions,  

Preferably institute of National Importance, should be provided to assess performance and services. 

 
III. Terms and Conditions 

1. The sealed quotation must have valid GST number. 

2. Rates quoted must include all types of taxes and other possible expenses. No other charges will be 

considered. 

3. The payments will be made against delivery item with valid invoice and E-way bill through 

electronically viz RTGS/NEFT. The following information also to be mentioned in the quotation.   

a. Name of the beneficiary: 

b. Account No. of the beneficiary: 

c. IFSC of the bank/branch: 
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d). Delivery period: Delivery period of the items shall be 21 days from the issue of supply order.  

In the event of any deviation, the supply order may be cancelled. 

 

e) The quotations will be opened on 15/04/2023 11:00 AM at Admin & Library Building, 2nd 

Floor, Room no.224 AIIMS Mangalagiri. 

 

f) Penalty: Penalty @ 0.50% per week will levied for late delivery on supply order value of the 

item and will be deducted from the payment Bill. The maximum penalty will be 10 % of total value 

against any of Purchase/Supply Order total value. 
 

g) Warranty Period: Should be clearly mentioned in the quotation as per the OEM or company 

norms. 

 
 

IV. The duly sealed and super scribed Quotations should reach Procurement Cell, Admin & 

Library Building, 2nd Floor, Room no. 236, AIIMS Mangalagiri, Guntur-522503 by 15:00 

PM on 14/04/2023. 

 
 

                                                                                                                                   Sd/-   

                 F I/c (Procurement) 

                    For and on behalf of Director 

        AIIMS, Mangalagiri 
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