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भारत सरकार/Government of India 

ˢा˖और पįरवारकʞाणमंũालय/ Ministry of Health and Family Welfare 

Ůधानमंũी ˢा˖ सुरƗा योजना/PMSSY 

       अİखलभारतीयआयुिवŊǒानसं˕ान/All India Institute of Medical Sciences 

             www.aiimsmangalagiri.edu.in              मंगलिगįर, आंŬŮदेश/Mangalagiri, Andhra Pradesh  

__ 

Ref: AIIMSM-ADMN/PROC/2025/Pulmonary Medicine Date: 26-11-2025  
 

Call for Objection 

 

Subject: Inviting comments/objection, if any before declaring proprietary article for 
procurement of “Mobile Pulmonary Therapeutic Cryo Workstation for the Department of 
Pulmonary Medicine, AIIMS Mangalagiri.   

Pulmonary Department, AIIMS Mangalagiri has to procure “Mobile Pulmonary Therapeutic 
Cryo Workstation” through Proprietary Article basis.        

The proposal submitted by M/s. Erbe Elektromedizin GmbH, Waldhorenlestrasse 17, D-
72072, Tubingen, Germany is the the sole manufacturer /agents of the Mobile Pulmonary 
Therapeutic Cryo Workstation. And M/s Beldi Medical Enterprises LLP, Arundelpet, 
Guntur, Andhra Pradesh-522002, is authorized to quote bid, negotiate and conclude the 
contract. Similar items manufactured by other firms(s) shall not be suitable for our purpose 
who are established and reputable manufacturer of this item along with Proprietary Article 
Certificate are attached & uploaded on Institute website.   
 

The above documents are being uploaded for open information to submit objections, comments 
if any from any manufacturer/supplier before declaring proprietary article of the said 
equipment/items to be procured, within 10 days (i.e.05-12-2025) from the date of 
issuance/uploading of the notification. 

 
The objection should be raised in the technical compliance sheet as enclosed in Annexure -I, 
if any Firm claiming suitability of their product with respect to specification mentioned. 

The comments should be sent to the office of Procurement Cell, Room no: 2151, Logistic 
block at AIIMS Mangalagiri in a sealed envelope with above reference on or before               
(05-12-2025) up to 05:00 PM from the date of uploading on institutional website, failing 
which it will be presumed that any other manufacture/vendor is having no comment to offer 
and case will be decided on merits.  

 
 
          

   AAO (Procurement cum Stores) 
         AIIMS Mangalagiri 
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P-3 l.'Ot{!t

(ti; be aitached witll P-2 lrrrin fbr proprietary' itenrs)

AIII\{S \tlangahgiri

PR()PRIET()RY ARTICLIi CERTIFTCATE

It is certilled that rhc Mobile Pulmonary Therapeutic Clryo rvorkstation reqLrired in thc l)-l

lirrrn shoulcl be purchasccl tiorr IVI/s Iirbe Metlical Intlia* [rbe (ie rmany.

lrt thc bcst ol'rr:r knuu'lcdgc N4/s Erhe lilektromedizin GmhlI (iermanv rre tlre rolt:

rniurrrl'ircllircr aSCirt\ r,i'llic lltobile Pulmonarv Therapcutit'Cryo u'orkstation.

Sirnilar itertts rttarttlitctt"rrccl l-r-r'otltcr lirrrr(s) shall not bc'suitablc lirr orlr pLrrpose [irr"thc lbllorrirrg

l'(j i.l s()ll s:

This is a versatile tool used in interverttional pulmonology fbr diagnostic and therapeutic

bronchoscopicithoracoscopic procedures. It enables cryotlrerapy for trarrsbronchial lung cryobiopsy'

and tunror debulking using COz gas. Additionally, it has Argon Plasma Coagulation (APC) which

provides non-contact coagulation for managing bleeding, granulation tissue, and airway tutnors. It also

has ElectroCautery functions that a"llow precise cutting and coagulation, nraking the workstation

essential for comprehensive airway/pleural/parenchymal interventiorrs.

The same equipment has been pLrrchased recently at AIIMS Ra.ikot. AIIMS Rishikesh. AITMS

New Delhi. and others.

(Sign o1'lndentciJ €" R-)^Jo---
Datecl

Designation

Department

A.ut I .+ ^ 
I F*.+- "ft*DNry_tfIP"*m\*x*' ,. . Department of Pulmonary Medic:-ie

?.^ I -on*13 Y.J I -] '^-.- AllMS, Mangalagiri

I{ecornrnenclat/on: g:9*^.!t

N.l).: I'hc ittclenlcr bc{ore rccorLlinq tltc rttrrirc ccrtiflcatc slrould sutisl'y hirnsell'tlrat tlrc articlc is
gcttrrinelr rlt-;rroprictar\ nilture rt'rarrulirctLrrecl rrnclcr palcrrt larls.
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Cryo system

nit should conrprise of cryo systerll rvith f'lexible Cryo probes fionr the same oEM to perfbnn
1_opqgp, RecanaI ization & devi taI ization.

ihould be supplied with an integrated High End RF Electro Surgical Unit from the same oEM fbr

i:::::::::::l!:: *-_9."1g 
"i:.d.'.f:l. 

optirnum. effecr of HF ,rl""g.,y & dedicated high e,rd Argon
lasnra coagLrlation Lrnit also fronr the same oEM for homeost"rlr .irti..a;;;il;Ul.r',"i,."ri",
f pathological tissues with non-contact technology for coagulation.

In case of technical snag / fhilLrre / breakdown the response time fbr the inspection of trainecl o.E.Mservice engineer shoLrld be within 24 hours ancl repairwithin 05 clays, tbr rnajor breakdorvn & repair
rvr vru! sIIBIrrcsl srr()Lllcl oe wllnlll l4 llours ancl repalr within 05 days, fbr rnajor breakdorvn & repairtirne of the unit is more than a week. the mandatoil'provision of keeping a serrice machine tillthe
Ie_gq,vgy of breakdown of the unit.

The conrplete equipnletlt offered, accessories arrd consr.rnrables should be frorn tlre sarne origiral
F,qLr ipnrelt Malr ufacturer (OEM ).
The offbred Cryo System should U" n
Ibotswitch and thetninitnutn fieezing teinperature shoulcl reach rvithin 5 seconds rnounted on irnported

}'':,::*:?],,:".::T:1,:1,:,.!r*., & c02 (.y tirrder cornparible rvith cooting gas c02 sas as cootant
&gqy@{rytqrro::lggllon pipe for gas exhausr.
The ofTered cryo Systern should be flow crrntio-lGd a'"lp"*rfitg"r p,..,,ffi rr"t*"* +s-- o5 b",&
shoLrld have feature to count the ssing cycle of the instrument.
The Offered Systern should hur. E
a Programmable memorv of up to l0 settings ri,ith activation from Foot Switch.

a,
The Cryo Syste,i offered tlrout
b iopsy, dev ital ization, r'ecana r iz-atio, and transbroncrr ia r biops ies.Theof}.eredMobi|eCryoWorkstatio,rsir.,.iab.,bl.t"g;ilchr@
Units of sarne rnake & oEM so that can be Lrsed an Advircei workstation.
Argon Plasma Coagulation

Should be able for the lnanagelrent of bleedirrg ancl devitalization of tissue abnonnalities achieved bv
imal coordination lvithRF / E!L]_gq,lgrael,ot.the sarne rnake.

'fhe Argon Plasma Coagulation system shoulcl have autonratic pararneters setting fbr varioLrs types of
plasma regulation.

Should have three different Apc rnodes suit4ble fbr different indications
Precise.APC 

- ad.iustment made using the effect seuin

Pulsed APC- ad.iustqent made usins the

Forced APC - ad.iustrnent rnade using the parameter

Should have Ad.iustable argon flow rate f}om 0.lLlrnin to 8L/ min ip steps of 0.1 L /min with automati
lation of selected flow rate.

llg4{ |-.-5ave t]re facility to Lrsg Argo4_prasrna _coqgulelion & Morropolar coagulatio, sinrultaneous

T E c HNI c A L s P E c IFIC A T I o N ro r t h e ., r, p I i, r-M o g n r puTnnit xa-n v rn r trru p A u rrc
CRYO WORKSTATION

$gL Pf!1trlu fy Med icine, ATIMS ri, lndia

ShoLrld have automatic rnonitoring of f)ow rates, Argon sLrpply and auto pLrrge facility. It shoLrld have
thef acilityto__c-q!!9c_r*rq1qgll3lg$lqpp_ry.

ShoLrld give visLral display ol'argon gas bottle content ancl should give Acoustic alarrn when lrottlecor)leltl reaclres a rrrirrirrrtrrrr.
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2
Sho,ld have facility for Argon supported curtirrg & coagrilation lhcility to use in double balloon

endosconv Procedures t'

23 The Argon Plasma Coagulation systent should be sLrpplied alorrg with tbllowing accessories/

C'o,suniables: APC 3 button electrosurgical pencil. connecting cable probes and applicators (04 Units)

& Argon assisted cutting instrunrents (gpp]l.q!gLt)

Electro Surgical Unit
21 The sLrpplied Electro Sgrgical Unit should be nricro corttroller based & shoLrld adjustthe powerto get

the desiied syrgical eftbcion the tissue. All settings slrould be controlled by the machine and accordirtg

to the tissue deiivery. Power should be clisplayed on the screen with a graph facility to show the

dclivered power'.

u5 The electro surgical unit should have 8 Cutting & more than 8 Coagulation Modes, namely Auto Cut,

High Cut, Dry -ut, Bipolar Cut, Bipolar resection Cut (Saline). Coagulation modes should have - Soft

Co"agulation, Swift Coagulation, Forced Coagulation, Spray Coagulation, Bipolar soft coagulation,

Bipo"lar fbrced coagulatlon, Bipolar resection Coagulation (Saline) Twin Coagulation, Biclamp- Bipolar

Therrno fusion & precise coagulation &Monopolar Cut & Coagulation Mode, two bipolar modes witlr

Auto Bipolar start & stop & Vessel fusion technology all integrated in one system

l6 '[he electro sLrrgical gpit should have Pttr.ver and Voltage arrtornatic rcgtrlaticlrl I'eatrrre to prevetlt tissUe

dalrage apd charring.'llre output voltage should be regrrlatecl itt variotts levels u,'itlr L-CD Backlight

ad.justinent tor goocl visibility in operatlng room. patient plate tttonitorittg lacility" atrdiovistralalarm and

deactivate output if contact b.t*..n patient altcl patietrt plate is not proper to elirninate the risk of patienl

btrlns.

).7

28

ShoLrld havd visual display of argon content and shorrld give acotrstic alartn when bottle content

rgac h e i_q _!ll!l,l!x r"r11 .

Should have tacility fbractivation 6rf unit by tbot pedal of the electro surgical unit'

z9 Should have facility tbr Argon support c

Accessories

l0 Fl..tbl. 
"y"probes 

diarneter 1 .1 mm, Length 1 1 50 mrn, with over sheath length 817 rnrn with over

sheath diameter 2.6 rnrn

tbr trans bronchial procedures -25 qty.

I Ue{Ule qryqplglg!{ry-e-!e1 !,71nr1. t -9Ig!! ! 15Q q1-r. {o1 trqll btqlclriq-[!r99q{Ul9s -2s-q!v-

Nerrtral electrodes / natient olate lbr Argon Plastna procedttres - 100 qty 
-

t/.

Irlexible cr"yoprobes 2.4tnm. length ll5() nrm tO qty'

l-+ Monopolar Cable and bipotar cable reu;qb!s-.S ql!l! egell

5

6

,Alg()n cylirrder - 2 tto.t--
It'tll Cr linder u itlr key openet'- 2 no each

)t APC probes all rypes - l0 qtY each.

l8 Lryi-lllY_
Warranty: 2 years warranty with 8 yeals CMC after the expirj9

"",-ffi$IHil,*;ledicine 
* H#,w



erbe
power y0ur perf0rmance

P rop rieta ry Ce rtificate

To whom it may concern

This is to certify that the modules and sub-modules can be combined on a workstation as listed

below. The products are manufactured by Erbe Elektromedizin GmbH, Waldhoernlestrasse L7,7207?

Tuebingen, Germany and these products are not manufactured elsewhere.

1. . VIO 3, APC 3 and ERBEJET 2

2. VIO 3. APC 3. ERBEJET 2 and IES 3

,y'rto a, npc 3 and cRYo 2

4. VIO 300D, APC 2 and ERBEJET 2

5. VIO 300D, APC 2 and CRYO 2

6. VIO 2005 and APC 2

t14.Lt4z
Date 2023-03-21 Maik Luz, Product Specialist Global sales Support

ffi.i"ii.1:"^t:il:'

.Pl,Yl[f 
*o?,?#ff ?,t'",.o,

itus, uungalaglri

Department 
t''t, 

rt""ofrSp rieta ry Ce rtificate



Erbe Medical lndia Pvt. Ltd, is a 100% subsidiary of Erbe Elektromedizin GmbH Germany who are established
and reputable manufacturers of Electrosurgical Diathermy Units, Advanced Vessel Sealing, and other energy
solutions viz. Argon Plasma, waterjet, Smoke evacuation and Cryo products. We have our manufacturing at
Erbe Elektromedizin GmbH, waldhorenlestrasse L7, D-7zo7z,Tubingen, Germany.

This letter is intended to authorize M/s Beldi Medical Enterprises LLp, Sri Kodanda Rama Nilayam,2nd
Floor,6-1-6l,l',t Lane,Arundelpet,Guntur,Andhra Pradesh-522002 to quote bid, negotiate and conclude the
contract with you for Erbe Energy and Vision with Resection portfolio on our behalf.

No cbmpany, or firm or individual other than M/s Beldi Medical Enterprises LLp are authorized to bid,
negotiate and conclude the contract in regard to this business for your institution.

This authorization is valid until 30.12.2025 and will be renewed (if required).

Yours truly

For Erbe Medical

r ', \.att^b''i 
" 

c'r

LOA2s-261100

AIIMS

Mangalagiri,

Andhra Pradesh

Sir,

Yash Sharma
Tender and

t.lnit }io. "193 "396, 3,d Floor
Of'f ice 6lock, Vegas Mall
5e(tor 14, NStT, Dwarka
NewOelhi- 110078
GSIIN. CIAA8CT743OI UK

Deuts.he Eank AG

Current Ac(. No. 5006846m
SWlf'T code DFUT09 16CNN

crN u33 I 1 90t2007prc429896

tetter of Authoritv

Lower Ground tloor
Pior No 447, Po(ket [J (olkata
Se(tor - 19, Dwarka Bengaluru
New Delhr 1 100/\ ( hennai
Phonc: r91 11 41009808 pune

^_^ .P.. \fikram Damaraju
REG No. 85369 nssistaniErifessor
Department of pulmonary 

Medicine
AilMS, fu,laiigelagiri

b$/
Erbe Medical tndia Private Limited

Corporat" & Rcgrsterad olfice :

ADIMUITqI\,I GANGA MWNn,1\
REG No. 80067 Assistant prcrf . .,;
Department of pulmonary Meclru:;ie

AilMS, Mangalagiri
Warehouse: Ennch officas; Contrct lnrormition;

trtrLrtd*frt Ltd

kO.li
Coordinator

er[3E
15.07.2025

Webr www.erbe-india.conr
t'Matl , : : r:t: ,,' t.,,-.. 1.,i. ). | ,ait\.
Phone: *91 8920936829 {10AM-6pM}
Irbe Car€ WhatsApp:
+91 8448874998
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ANNEXURE – I 

SPECIFICATIONS  

 

Objection should be submitted in following format: 

S. 
no 

Item specification as 
given 

Specification offered by 
firm 

Deviation if any Remarks 

     

     

     

     

 

 

 

 

 

 

 

 


	Final Call for Objection (1).docx
	cb9fbbfaa8c7ddb122ae72ab4cdc119bc5293be1ae9cd2df3c7fe255f9ad2eee.pdf
	dea65f222f538e22877b00c1fb1b812e596af36add298597fd0f149af3a4297c.pdf
	dea65f222f538e22877b00c1fb1b812e596af36add298597fd0f149af3a4297c.pdf
	dea65f222f538e22877b00c1fb1b812e596af36add298597fd0f149af3a4297c.pdf


